
Indications for Use
Autoclavable Detachable Handpiece

Product Description
Contents
Handpieces are available in two configurations:

•	(1) Detachable, autoclavable 30kHz for 30k 
inserts only (hD762)

•	(1) Detachable, autoclavable 25kHz/30kHz for 
both 25k and 30k inserts (hD763)

Warnings and Precautions
Warnings

Handpieces must be autoclaved before 
each use.

Inserts must be removed from the 
handpiece prior to both connecting and 
disconnecting it to and from the 
cable (hD764)

Autoclaving does not remove debris that 
has accumulated on the handpiece. Failure 
to adequately remove debris prior to 
sterilization will result in inadequate 
infection control.

The handpiece must be washed in soap 
and water manually under warm running 
water for 30 seconds to remove any 
external or internal soil or debris.

Handpieces are not validated for use with 
Dry Heat or Chemclave sterilization. Use of 
these methods may irreversibly damage 
the handpiece and void the warrantee.

Instruction for Use
Connecting/Disconnecting Handpiece:

1.	Remove sterilized handpiece from sealed 
autoclave pouch.

2.	Line up the large gold connector pin at the base 
of the handpiece with the internal water port 
inside the cable connector. (FIG.A & B) 

FIG. A

 

FIG. B

3.	Push firmly to insert the handpiece into the cable  
until the ends of the cable connector and the 
handpiece are flush with each other. (FIG.C)

FIG. C

To Disconnect:
1.	Hold the handpiece in one hand and the cable 

connector in the other.
2.	Carefully pull them apart until separated.

Cleaning Instructions
Cleaning and Infection Control
Consult www.CDC.gov for the “Guidelines for 
Infection Control in Dental Health-Care Settings” 
and “Statement on Reprocessing 
Dental Handpieces”.

WASHING: The handpiece must be washed in soap 
and water manually under warm running water for 30 
seconds to remove any external or internal soil or 
debris. A soft cleaning brush and/or disposable 
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cloth may be used to assist in the cleaning, if 
necessary, a non-ammoniated cleaner, disinfectant, 
detergent or dishwashing soap may be used.

DRYING: Rinse the item again under warm running 
water for 30 seconds to remove any residual soap 
and dry with a dry lint-free disposable towel.

BAGGING: Use a steam sterilization pouch that is 
compliant with ISO 11140-1 Type 4 and ISO 
11607-1 standards.

STERILIZATION: Put the dried handpiece in a 
paper/plastic steam sterilization pouch and place it 
into the autoclave paper side up.

STEAM STERILIZATION CYCLES: 
	 VACUUM: 132 +/ 2°C for 4 mins. 
	 GRAVITY: 132 +/ 2°C for 15 min.

DRYING: Use the drying cycle of the sterilizer. Set 
to 20-30.

Upon removal from the autoclave pouch, inspect the 
device for integrity. If suspicion about the item 
exists, discard it and order a replacement from 
Parkell or your dealer.

The handpiece from Parkell is designed to withstand 
a minimum of 1000 autoclaving cycles when 
reprocessed as per the recommended procedure.

Storage Instructions  
and Shelf Life
STORAGE: Handpiece should remain in sealed 
pouch until ready for use.

SHELF-LIFE: Adhere to the shelf-life specified by 
the pouch manufacturer.

Additional Information
If you have any questions contact Technical Support 
Service at (800) 243-7446, M-F from 8:30 AM to 5:00 
PM EST or e-mail techsupport@parkell.com.
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Explanation of Symbols Used

Catalogue Number

Medical Device

Unique Device Identifier

Prescription Only

Package Contents

Manufacturer

Made in USA

Refer to Instruction Manual/ Booklet

Caution

WEEE Bin without Bar

Temperature Limit

Keep dry

Do Not Use if Package is Damaged

Sterilizable in a Steam Sterilizer @ 132ºC
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